
Manus Barometer Calibration Check

SMET Barometer Ser No:P0830004 Tranfer Standard Ser No 188
Date Time smet reading As Read Ambient Temp Temp Corr Drift Corr  Pressure

16-Oct-02 11:00 1010.28 1010.65 31 -0.18 0.02 1010.49
11:10 1010.01 1010.29 31 -0.18 0.02 1010.13
11:20 1009.83 1009.94 31 -0.18 0.02 1009.78

Raw Data 1010.04 1010.13
Mean Pressure Difference: 0.09

Spare SMET Barom Ser No:V0220002
17-Oct-02 10:24 1009.79 1009.61 30 -0.18 0.02 1009.45

10:30 1009.7 1009.61 30 -0.18 0.02 1009.45
10:35 1009.59 1009.35 30 -0.18 0.02 1009.19

Raw Data 1009.69 1009.36
Mean Pressure Difference: -0.33

BBSS Barometer Ser No:694560 Transfer Standard Ser No: 188
18-Oct-02 Display Aneroid 1 Aneroid2 Aneroid3 GroupAverage As Read Ambient Temp Temp Corr Drift Cor

16:10 1008.3 1008.04 1008.42 1008.2 1008.22 1007.56 26 -0.11 0.02
16:20 1008.2 1008.01 1008.39 1008.14 1008.18 1007.44 26 -0.11 0.02
16:30 1007.9 1007.74 1008.11 1007.89 1007.91 1007.18 26 -0.11 0.02

Total Average 1008.13 1008.10

Mean Pressure Difference: -0.83
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